Data Weighing Systems, Inc. -ISO/IEC 17025 Accredited -IL.AG Reg# 164l

ZPA Centraticnal Shipto - EFAILL type - 160/115/ 2100 Landmeier Rd. Elk Grove Village, Il. 60007 (847)-437-4426 Fax{f47)437-2920
777777777777777777777777777777777777777777777777777777777777777777777777777 Data Weighing System certifies the following eguipment was tested and calibrated
Inspection Date: és ’H;46 HNext Inspection: 06/20/17 Variance Tolerance Test Test Cust
ID Locatilon MFG Model Load Range Serizl # (Found  Stat) (Left Stat +/- Load UM Proc ID Comments
004 EM 1036 SAR MSU324& CUBIS  320x.0001 g 25106130 ~ “,QZ{}EEQ%E?j;LgMDijC) F  0.0020 200 g 804 21

R 1036 Linearity - 1 .00 Z EF .f)oof@ F 0.0030 100 =1 no4 21
RM 1036 Linearity - 2 ~.000 & EF L0003 @ F  0.0005 50 ¢ r04 21
RM 1034 Shift ~ .07 BErF .0 @ F 0.0020 100 g nO4 21
"M 1034 Repeatability = . OO0Y @ Fm0003 (BF 0.0010 100 g ADa 21
008 RM 1035 MTO BB 104-8 100%.0001 g 1121330659 - o3 @ r—pon! @r o010 100 g Aca 1
RM 1035 Linearity - 1 . 0005 Er - 000! @F 0.0005 50 g AD4 1
RM 1035 Linearity - 2 ) ﬁDOO‘g‘{@F ,OC@O@P 0.0002 20 g A04 1
RM 1035 shif: 0.0010 50 g ap4 1
RM 1035 Repeatabilitcy 0.0005 50 q A04 1
009 RM 1016 MTO AG2S5 210x.0001 g 1120181846 /UUL PF A/G‘: P F 0.0020 200 g BD4 4 N/F 6/2015 RG
qM 1016 Linearity - 1 /f PF i PF  0.00l0 100 g A04 4
RM 1016 Linearity - 2 PF /- PF 0.0005 50 g ADE 4
RM 1018 shift /f ?F ['l PF 0.0020 100 g AD4 2
RM 1014 Repeatability D F PF 0.0010 100 g A4 4
%7011 RM 3003 MTO AG285 210%.0001 q 1120181838 _oog‘g_@w (,klﬁ @)F 0.0020 200 g A4 6
EM 1003 Linearity - 1 dbflﬂgvnéal?figkkll—-éaF 0.0010 100 g A4 6
RM 1003 Linesrity - 2 LCRﬁClSEﬁé§£?1ijC[! ggﬁ‘ 0.0005 50 T A04 6
®M 1003 Shift .000-8 @F ~. ored’ ¥ 0.0020 100 o B4 6
RM 1003 Repeatability ' i;mngZic:)F .ﬁkﬂé?l éﬁﬁ‘ 0.0010 100 g A04 §

Noteshotes:

Meagurement Uncertainty K=2({=95%}=1/3 of telerance. Calibration at customers site unless otherwlise noted. White = Customer Gold = Office
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